Three months following this intervention, he began complaining of chest pain. Repeat coronary angiogram showed a borderline lesion in the left main not felt to be clinically significant. The patient performed CR and was monitored with the Master Caution V R System, a digital platform including a garment with 10 textile electrodes (Master Caution garment) configuring a device which enables 12 lead ECG. While being monitored, the ECG technician detected 1-2 mm STdepression in leads 1, L V2-V5. The patient was asymptomatic at the time the ST-depressions were noted. Repeat angiography revealed a significant increase in the severity of the left main lesion and the patient was referred for bypass surgery. This life-threatening diagnosis could easily have been missed using conventional ECG monitoring and our case demonstrates the potential clinical utility of tele-monitoring with a 12-lead digital home ECG monitoring device.
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Learning points
• In this report, we describe detection of unexpected, significant left main coronary disease.
• It was detected during tele-monitored cardiac rehabilitation using the Master Caution Device (MCD) 12-lead electrocardiogram (ECG) device.
• This life-threatening diagnosis could easily have been missed using conventional ECG monitoring.
• Our case demonstrates the potential clinical utility of 12-lead digital home ECG monitoring using the MCD device.
Introduction
Exercise-based cardiac rehabilitation (CR) has been shown to reduce mortality and improve quality of life following acute coronary syndromes. 1 Unfortunately, participation in CR remains low, partially because of practical barriers such as the need to perform CR in the hospital setting. 2 Several studies have examined the use of homebased tele-monitoring to improve the results of CR. 3 These studies have generally utilized single-or three-lead electrocardiogram (ECG) channels which have limited sensitivity to detect ischaemic changes.
In this report, we describe detection of unexpected significant left main coronary disease in a patient participating in home CR using a unique 12-lead ECG monitoring system. The patient was enrolled in a clinical trial examining the use of a home-based digital monitored CR compared with a standard CR programme in patients with ischaemic heart disease. The participants in the home CR arm are encouraged to perform monitored exercise at home, tailored to the patient's individual capacity. Our programme includes the use of a commercially available, wearable tracking technology (FitBit charge 2 V R ), along with a proprietary Master Caution garment (MCG, HealthWatch) both of which can connect users' data to our online network (control centre).
The Master Caution V R System is a digital platform that includes a garment with 10 textile electrodes (MCG) attached to the patient's chest and positioned similarly to stress test electrodes and a Master Caution Device (MCD), approved by FDA, CE, and AMAR (Israeli Ministry of Health's medical device regulation unit). The MCD is a personal, hand-held battery powered ECG device which is connected to the MCG configuring a 12-lead ECG device. The system enables 12 leads ECG, heart rate detection, skin temperature, respiratory, and body posture, allowing monitoring of ECG and vital signs, and is compatible with the gold standard ECG.
Timeline Case presentation
The patient was recruited and was randomized to the home CR arm. He is a 68-year-old man with past medical history of hyperlipidaemia and hypertension who developed exertional chest pain which continued to worsen. Physical examination was unremarkable. Exercise testing revealed chest pain and ST-depressions and the patient underwent cardiac catheterization with drug-eluting stent implantation to the obtuse marginal. No additional coronary imaging was performed. The patient was discharged on dual 11 April 2018 Recruitment to the study: patient is randomized to the home CR arm.
April 2018
Patient is fitted for Healthwatch garment, begins exercise training and monitoring.
Received the Fitbit charge 2 watch and application as part of home tele-rehabilitation study (for use at home after 6 weeks in facility).
While being monitored with the garment transient ST-depressions are noted and patient referred to his treating cardiologist for further evaluation.
The patient complains to our research coordinator about chest pain and is referred to emergency room (ER), but refuses and goes to his cardiologist instead.
Afterward the same day
The treating cardiologist sends the patient for stress-echocardiography.
May 2018
Stress-echocardiography demonstrates hypokinesis with exercise of the anterior wall consistent with ischaemia in the left anterior descending artery territory.
Patient underwent angiography which revealed a significant worsening of the lesion in the left main coronary artery to a 70-90% stenosis.
Patient is referred for coronary artery bypass surgery. anti-platelet therapy with aspirin and clopidogrel as well as rosuvastatin and was referred for CR 1 month following this intervention. Three months following the intervention, he began complaining of chest pain. Repeat coronary angiogram showed a borderline lesion in the left main not felt to be clinically significant and additional imaging was not performed (Figure 1 ). Of note, the patient was non-compliant with lipid-lowering therapy. While he was exercising, and being monitored via the MCD, the ECG technician monitoring his ECG's detected 1-2 mm ST-depression in leads 1, L V2-V5 (Figure 2) . The patient was asymptomatic at the time the ST-depressions were noted. The patient was referred by his treating physician for stressechocardiography that demonstrated severe ischaemia in the anterior wall. Repeat angiography revealed a significant worsening of the lesion in the left main coronary artery to a 70-90% stenosis (Figure 3) , felt to be mainly due to rapid progression as a result of poor compliance with medical therapy. The lesion was felt to be atheromatous and not due to spasm or dissection based on the angiographic characteristics. The patient was referred for coronary artery bypass surgery due to the ostial nature of the lesion. He refused and percutaneous coronary intervention was successfully performed at another institution with resolution of the 
Discussion
In conclusion, significant ischaemia due to clinically unexpected, rapidly progressive left main disease was detected during tele-monitored CR using a 12-lead ECG device. This life-threatening diagnosis could easily have been missed using conventional ECG monitoring and our case demonstrates the potential clinical utility of 12-lead digital home ECG monitoring using the MCD device.
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